A new catheter for quasi-continuous measurement of arterial partial oxygen pressure.
Recently a catheter has been developed based on amperometric measurement principle for in vivo monitoring of PaO2. A study in pigs was performed to compare the cell with a standard method for measuring PaO2. The results show that the cell is capable to accurately measure PaO2.